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have limited application. By combining these processes 
with micromachining technology, three-dimensional struc- 
tures can be formed which have a wider range of applica- 
tion to chemical sensing technology. Micromachining tech- 
nology is generally defined as the means to produce three- 
dimensional structures using both bulk and surface 
micromachining techniques. The techniques used in 
micromachining fabrication include chemical anisotropic 
and dry etching, the sacrificial layer method, and LIGA 
(lithographic, galvanoforming, absorbing). 

Chemical anisotropic etching is an etching procedure that 
depends on the crystalline orientation of the substrate. For 
silicon etching, potassium hydroxide (KOH) and 
tetramethyl ammonium hydroxide (TMAH) solutions are 
most commonly used as etching agents. Dry etching proc- 
esses include ion milling, plasma etching, reactive ion 
etching, and reactive ion beam etching. These dry etching 
processes are not dictated or limited by the crystalline 
structure. However, although not many chemicals are re- 
quired, the capital equipment cost of any of these dry 
etching processes is relatively high. 

The sacrificial layer method employs a deposited under- 
layer that can be chemically removed. The sacrificial layer 
method has been used to create cantilever type structures 
for physical sensor and actuator applications. This tech- 
nique can be used to make a chamber electrode structure to 
protect the integrity of the sensor element. LIGA tech- 
niques have been used to produce high aspect ratio 
multistructures. These microstructures can be used to 
define volumes as well as for microanalytical elements such 
as microcapillary structures. 

For many applications, temperature control is necessary. 
Incorporation of a heating element and a temperature detec- 
tor allows feedback control of the operating temperature. 
In these microstructures, a small thermal mass is desirable 
in order to minimize heat loss and heat energy consump- 
tion. This is accomplished by selective removal of the sili- 
con substrate producing a suspended diaphragm structure. 

This sensor processing is done using Si either as a 
semiconductor that is part of an electrical circuit or as a 
substrate on which a structure is built. If Si is used as a 
substrate, the temperature range of the sensor can be rather 
broad: from cryogenic temperatures lo above 600 C. 
However, if Si is to be used as part of the electrical circuit, 
the temperature range is limited to below 300 C. Thus, for 
this and other applications, high temperature electronics 
must be developed. The most advanced high temperature 
electronic material is silicon carbide (SiC). An overview of 
SiC-based high temperature electronics is given in the next 
section. 


SiC-BASED HIGH TEMPERATURE ELECTRONICS 

Silicon carbide based semiconductor electronic devices and 
circuits are presently being developed for use in high- 
temperature, high-power, and/or high-radiation conditions 
under which conventional semiconductors cannot 
adequately perform. Silicon carbide's ability to function 
under such extreme conditions is expected to enable 
significant improvements to a far ranging variety of 
applications and systems. These range from greatly 
improved high-voltage switching for energy savings in 
public electric power distribution and electric vehicles to 
more powerful microwave electronics for radar and 
communications to sensors and controls for cleaner-burning 
more fuel-efficient jet aircraft and automobile engines (6). 

Silicon carbide occurs in many different crystal structures 
(called polytypes) with each crystal structure having its own 
unique electrical and optical properties. The electrical 
properties of the more common SiC polytypes are 
compared to the properties of silicon and GaAs in Table I, 
which was constructed from data in references 7-14. In 
many device applications, SiC's exceptionally high 
breakdown field (> 5 times that of Si), wide band gap 
energy (> 2 times that of Si), high carrier saturation velocity 
(> 2 times that of Si), and high thermal conductivity (> 3 
times that of Si) could lead to substantial performance 
gains, in spite of the low carrier mobility disadvantages. 

Complex electronics and sensors are increasingly relied 
upon to enhance the capabilities and efficiency of modern 
jet aircraft. Many of these electronics and sensors monitor 
and control vital engine components and aerosurfaces that 
operate at high temperatures. However, since today's 
silicon-based electronics technology cannot function at high 
temperatures, these electronics must reside in 
environmentally controlled areas. This necessitates the use 
of long wire runs between the sheltered electronics and the 
hot-area sensors and controls or the fuel-cooling of the 
electronics and sensors located in high-temperature areas. 
Both of these low-temperature-electronics approaches 
suffer from serious drawbacks, as the wire runs add a 
substantial amount of weight, fuel cooling has harmed 
aircraft fuel efficiency, and both have negatively impacted 
aircraft reliability. 

A family of high temperature silicon carbide electronics and 
sensors that could function in hot areas of the aircraft would 
alleviate the above-mentioned technical obstacles to enable 
substantial aircraft performance gains. Uncooled operation 
of 300 - 600 C SiC electronics and sensors mounted in the 
aircraft hot areas would save weight and increase reliability 
by replacing hydraulic controls with "smart" electro- 
mechanical controls. SiC-based distributed control 
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electronics would eliminate 90 % of the wiring and con- 
nectors needed in conventional sheltered-electronic aircraft 
control systems. This is extremely crucial given the fact that 
wiring and connector problems are the most frequent cause 
of propulsion maintenance activity and downtime in com- 
mercial aircraft today. The U. S. Air Force has estimated 
that advanced SiC control electronics implemented on an F- 
16 fighter would allow the aircraft to shed as much as 800 
pounds of weight, operate with increased capabilities and 
fuel efficiency, and operate more reliably with less main- 
tenance and downtime (15). 



Si 

GaAs 

6H-SiC 

4H-SIC 

3C-SiC 

Bandgap (eV) 

1.1 

1.42 

3.0 

3.2 

2.3 

Breakdown Field 
@10'' cm’ (MV/cm) 

0.6 

0.6 

3.2 

3 

>1.5 

Electron Mobility 
@>10 "cm 1 (cm 2 / V-s) 

1100 

6000 

370 

800 

750 

Saturated 
Electron Drift 
Velocity (cm/s) 

10 7 

10 7 

2x10' 

2x10’ 

2.5x10’ 

Thermal 

Conductivity (W/cm-K) 

1.5 

0.5 

4.9 

4.9 

5.0 

Hole Mobity 
@10 "cm* 1 (cm 2 / V-s) 

420 

320 

90 

115 

40 

Commercial Wafers 

12* 

6“ 

1.375* 

1.375* 

None 


Table I: Comparison of selected semiconductor room 
temperature physical properties. 


SiC electronics and sensors offer similar improvements to 
commercial jetliners, where increased fuel efficiency, 
weight savings, and reduced pollution carry particularly 
large economic and environmental payoffs over an 
aircraft’s multi-decade operational lifetime. It has been 
speculated that the economic savings value will be in the 
millions of dollars per aircraft. 

Therefore, silicon carbide electronics and sensors that could 
function while mounted in hot engine and aerosurface areas 
of an aircraft would enable substantial weight savings, 
increased jet engine performance, and increased reliability. 
Use of SiC electronics and devices in other applications 
such as in the fields of power distribution, automobiles, and 
communications and radar could have correspondingly sig- 
nificant effects on the operation of these systems. 

SENSOR DEVELOPMENT 

The needs of aeronautic and space applications require the 
development of new sensor technology to operate in 
environments in which conventional sensors are inoperable 
or do not provide the required measurements. These 


applications require operation in a variety of conditions: 
from cryogenic temperature to above 600C, from inert 
environments to corrosive engine conditions, and from the 
detection of one gas over a wide concentration range to the 
detection of several gases over more narrow concentration 
ranges. Combined with this is the desire to minimize size, 
weight, and power consumption as well as decrease the cost 
of the sensor. In order to meet these needs, a flexible 
approach is necessary. Microfabrication and 
micromachining technology as well as the use of SiC semi- 
conductor technology can address many of the needs of 
aeronautics and space applications. 

Microfabrication and micromachining allows the fabrica- 
tion of a variety of structures. Size, weight, and power con- 
sumption are minimized by microfabricating the structure 
while micromachining allows complex shapes to be 
incorporated into a small region. A given structure can be 
tailor-made to measure different gases by changing, for 
example, the gas sensitive element. Batch processing using 
Si semiconductor technology can decrease cost per sensor 
and allow a large number of sensors to be produced in one 
series of processing. Silicon can be used as substrate or 
part of the electrical circuit. However, Si is not appropriate 
for sensor designs in which the substrate is an electrical 
component of the sensor and the sensor must operate at 
high temperature. Thus, the use of SiC is necessary in these 
applications. 

The following reviews the application of microfabrication 
and micro machining technologies as well as SiC technology 
to develop sensors for the detection of a variety of gases. 
This work is done at NASA Lewis Research Center 
(LeRC), Case Western Reserve University (CWRU), Makel 
Engineering Inc. (MEI), and Georgia Institute of 
Technology (GIT). The sensor design and sensing 
approach depends strongly on the application. 

Si-Based Hydrogen Sensor Technology 

One component of the sensor development program at 
NASA LeRC and CWRU in conjunction with Makel 
Engineering involves the development of palladium (Pd) 
alloy Schcttky diodes on silicon (Si) substrates. These sen- 
sors are designed to detect hydrogen in space applications. 
This type of sensor is based on metal-oxide-semiconductor 
(MOS) technology such as that used in the semiconductor 
electronics industry. The gas sensing MOS structures are 
composed of a hydrogen sensitive metal deposited on an 
insulator adherent to a semiconductor. This forms a 
Schottky diode in the case of a very thin layer of insulator. 
The most common MOS structure used for hydrogen 
detection is the Pd-Si02-Si structure. Hydrogen 
disassociates on the Pd surface and diffuses to the Pd-Si0 2 
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interface affecting the electronic properties of the MOS 
system (16). The use of pure Pd at near room temperatures 
as the hydrogen sensitive metal is problematic for several 
reasons. The most serious of these involves a phase change 
that occurs at high hydrogen concentrations which can lead 
to hysteresis or film damage. 

Schottky diodes using Pd alloys as the hydrogen sensitive 
metal are presently being fabricated. The first generation of 
these sensors used palladium silver (PdAg). The use of 
PdAg in hydrogen sensing applications was pioneered by 
Hughes (17). Palladium silver has advantages over Pd. 
Palladium silver is more resistant to damage from exposure 
to high hydrogen concentration than Pd. Furthermore, the 
alloy has faster response times than Pd. 

The sensor structure is shown in Figure 1. The structure 
includes a Pd alloy Schottky diode, a temperature detector, 
and a heater all incorporated in the same chip. The sensor 
is fabricated using a n-type silicon wafer on which 
approximately 50 A of Si0 2 is thermally grown in the sen- 
sor region. The heater and temperature detector are plati- 
num covered with Si0 2 . Gold leads are applied by thermal 
compression bonding and the sensor is mounted on a T05 
header or on a ceramic flat package. The surface area of 
the Schottky diode is 6. IxlO' 3 cm 2 and the sensor dimen- 
sions are approximately 2.2 mm on a side. The response of 
the Schottky diodes was determined by measuring the 
diode's reverse current. 


Pd-ALLOY SCHOTTKY 



HEATER TEMPERATURE HEATER 

CONNECTOR DETECTOR CONNECTOR 

CONNECTOR 

Figure 1. Schematic diagram of the Schottky Diode 
Hydrogen Sensor. The Pd alloy Schottky diode resides 
symmetrically on either side of a heater and temperature 
detector. The resistor has been added to the PdCr based 
sensor design. 


The properties of the PdAg sensor make it very useful for 
applications where sensing small amounts of hydrogen is 
necessary. The sensor responds in an inert environment (no 
oxygen) to the presence of hydrogen. The presence of oxy- 
gen decreases the sensor response but the sensor is still sen- 
sitive to low concentrations of hydrogen (18-19). The sen- 
sor response is large, rapid, and repeatable. If quick recov- 
ery is necessary, then the sensor should be operated in oxy- 
gen containing gases. If detection of the presence of hy- 
drogen is required without rapid recovery, then this sensor 
can also be used in inert environments. The sensor re- 
sponds to hydrogen across a wide concentration range with 
a signal and response time that is temperature dependent. 
This sensor can be used to monitor leaks in a multipoint 
leak detection scheme involving a number of these sensors. 
Further, this PdAg sensor has been shown to have a sensi- 
tivity and response comparable to that of a mass spec- 
trometer (20). 



0 50 1 00 1 50 200 

TIME(MIN) 


Figure 2. The response of PdAg and PdCr Schottky diode 
sensors at 1 OO C to repeated exposures of 9 minutes of air, 

1 minute of nitrogen, 10 minutes of 100% hydrogen, and 1 
minute of nitrogen. The PdCr diode shows a more repeat- 
able baseline and a more stable response than the PdAg 
diode. 

Although the PdAg sensor showed excellent properties for 
a number of applications, at higher temperatures and higher 
hydrogen concentrations its calibration changed and the 
sensor occasionally failed (18). Thus, the sensor behavior 
needed to be stabilized if it were to be exposed to 100% 
hydrogen as in the Shuttle application. This led to the de- 
velopment of the next generation of sensor. This sensor, 
which uses PdCr as the hydrogen sensitive alloy, is in its 
later stages of development. A comparison of the response 
to 100% hydrogen at 100°C of the two types of sensors is 
shown in Figure 2. The PdCr sensor is much more stable 
than the PdAg sensor in these conditions. The response of 
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the PdAg sensors to 100% hydrogen decreases with the 
number of exposures and its recovery to baseline is in- 
creasingly less complete. In contrast, after an initial break- 
in period, the PdCr diode response to 100% hydrogen is 
nearly consistent with an equally consistent return to a 
common baseline. 

The PdCr sensor is presently under development for use on 
the NASA experimental vehicle, the X-33, in its hydrogen 
leak detection system. A resistor, whose resistance is 
dependent on the hydrogen concentration, has been added 
to the sensor design to expand the detection range of the 
sensor (Figure 1); a Schottky diode provides sensitive 
detection of low concentrations of hydrogen while the 
resistor provides sensitivity up to 100% hydrogen. 
Hardware and software have also been included with the 
sensor to provide signal conditioning and control of the 
sensor. This complete system is also scheduled for a 
demonstration flight on the Shuttle for the fall of 1998. 

High Temperature Hydrogen and Hydrocarbon Detection 

The development of high temperature hydrogen and 
hydrocarbon sensors for use in harsh environments has 
centered on the development of a stable SiC-based Schottky 
diode. A Schottky diode is composed of a metal in contact 
with a semiconductor (MS) or a metal in contact with a 
very thin insulator on a semiconductor (MIS). For gas 
sensing applications, the metal is often a catalytic film. The 
advantage of a Schottky diode sensing structure in gas 
sensing applications is its high sensitivity. This is 
especially useful in emission measuring applications where 
the concentrations to be measured are low. 

The detection mechanism for hydrogen, as discussed in the 
previous section, involves the dissociation of hydrogen on 
the surface of a catalytic metal. The atomic hydrogen 
migrates to the interface of the metal and the insulator, or 
the metal and the semiconductor, forming a dipole layer. 
This dipole layer affects the barrier height of the diode 
resulting in an exponential change in the current or a 
quadratic change in the capacitance. The magnitude of this 
effect can be correlated with the amount of hydrogen and 
other gas species (especially oxygen) present in the 
surrounding ambient atmosphere. The detection of gases 
such as hydrocarbons is made possible if the sensor is 
operated at a high enough temperature to dissociate the 
hydrocarbon and produce atomic hydrogen. The resulting 
atomic hydrogen affects the sensor output in the same way 
as molecular hydrogen ( 1 6, 2 1 -23). 

The Schottky diode structure under development at NASA 
LeRC has begun with Pd on SiC MS structures (Pd/SiC). 
Direct contact between the catalytic metal and the 


semiconductor allows changes in the catalytic metal to have 
maximum effect on the semiconductor. Studies of this 
baseline system help determine limits of diode sensitivity, 
potential material interactions between Pd and SiC, and 
whether a barrier layer between the Pd and SiC is necessary 
for long-term sensor stability. The details of this work are 
reviewed elsewhere (22). The sensor detects hydrogen and 
hydrocarbons in inert or oxygen containing environments. 

Figure 3 illustrates the advantage of SiC over Si in 
hydrocarbon sensing applications. Shown is the zero bias 
capacitive response of a Pd/SiC Schottky diode to one 
hydrocarbon, propylene, at a range of temperatures. The 
sensor temperature is increased from 100°C to 400°C in 
steps of 100°C and the response of the sensor is observed. 
At a given temperature, the sensor is exposed to air for 20 
minutes, N 2 for 20 minutes, 360 ppm of propylene in N 2 for 
20 minutes, N 2 for 10 minutes, and then 10 minutes of air. 

The magnitude of sensor response to 360 ppm propylene 
depends strongly on the operating temperature. A sensor 
operating temperature of 100°C is too low for propylene to 
dissociate on the Pd surface, so the device does not respond 
at all. The three other curves for 200°C, 300°C, and 400°C 
show that elevating the temperature increases the sensor's 
response to propylene. The presence of propylene can be 
detected at any of these higher temperatures with 200°C 
being the minimum operating temperature determined in 
this study. Since the standard long-term operating 
temperature of Si is usually below 200°C, these results 
demonstrate the significant advantages of using SiC rather 
than Si in gas sensing applications. 



Figure 3. The temperature dependence of the zero bias 
capacitance to various gas mixtures. The response to 
propylene is seen to be strongly temperature dependent. 
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However, the sensor response is affected by extended high 
temperature heating. Prolonged heating at 425 C has been 
shown to change the sensor properties and to decrease 
sensor sensitivity (22). Even after heating at 425 C in air for 
140 hours, the Pd/SiC Schottky diode is still very sensitive 
to the presence of hydrogen: a factor of 1000 change in 
forward current is observed upon exposure to 1000 ppm 
hydrogen in He. The reason for this change in diode prop- 
erties is likely due to reactions between the Pd and SiC at 
the interface upon heating. Nonetheless, efforts have been 
underway to stabilize the sensor structure for long-term, 
high temperature operation. Two new structures have been 
demonstrated which improve the stability of the Pd-based 
Schottky diode structure over that of Pd/SiC (24). 

The first structure is PdCr directly deposited on SiC 
(PdCr/SiC). The advantages of PdCr as a high temperature 
alloy have been explored extensively in strain gage appli- 
cations (25). It is a stable high temperature material which 
is able to provide static strain measurements at temperature 
up to 1 100°C. However, its use in a gas-sensing SiC-based 
structure depends on not only its inherent stability but also 
such factors as the alloy’s reactivity to SiC and the catalytic 
interactions of PdCr alloy with the gases to be measured. 

Figure 4 demonstrates that PdCr/SiC is a viable diode 
structure for high temperature gas sensing applications with 
improved stability compared to Pd/SiC (22)). Shown is the 
response of a PdCr/SiC sensor as a function of heating time. 
The sensor is heated at 425°C in air for extended periods 
and then characterized at 100°C in air and upon exposure to 
a mixture of 120 ppm H 2 in N 2 (N 2 /H 2 mix). While the air 
baseline current drifts lower with heating time, the current 
in the N 2 /H 2 mix is relatively stable after the initial heating 
period of 40 hours. This results in the diode’s sensitivity to 
H 2 (change from baseline) being nearly two orders of 
magnitude larger at this voltage after 250 hours of heating. 
Correspondingly, the magnitude of the signal in H 2 is nearly 
constant (within a factor of 3) after 40 hours. 

The second structure involves the incorporation of 
chemically reactive insulators into the SiC-based Schottky 
diode structure. A wide variety of materials, e.g. metal 
oxides such as Sn0 2 , are sensitive to C x H y and NO x at high 
temperatures. These materials could be incorporated as a 
sensitive component into MIS structures and, unlike silicon, 
SiC-based devices can be operated at high enough 
temperatures for these materials to be reactive to gases such 
as C x H y and NO x . This results in a new type of gas 
sensitive structure: a metal-reactive insulator- 

semiconductor structure (MRIS). The advantages of this 
type of SiC-based structure include 1) increased sensor 
sensitivity since the diode responds to gas reactions with 
not only the catalytic metal but with the reactive insulator 


as well, 2) improved sensor stability since the gas reactive 
insulator can act as a barrier layer between the metal and 
SiC potentially stabilizing the sensor’s structure, and 3) the 
ability to vary sensor selectivity by varying the reactive 
insulator element. 



Figure 4. The forward current at 100°C vs heating time at 
425°C in air (A) and in 120 ppm H 2 in N 2 (■). 


Figures 5-6 demonstrate the use of this type of MRIS 
sensor by comparing the operation of a Pd/Sn0 2 /SiC sensor 
with a Pd/SiC sensor on the same chip. Two different 
carrier gases are used: pure N 2 and an air/N 2 mixture. The 
sensors are first exposed to air for 15 minutes, then the 
carrier gas for 15 minutes, followed by 400 ppm of a 
hydrogen-bearing gas in the carrier gas, 5 minutes of the 
carrier gas, and finally 10 minutes in air. The air/N 2 carrier 
gas had a constant oxygen concentration of 10%. 

The effect of the thin Sn0 2 layer is most easily seen in the 
I-V curves of Fig. 5 for the Pd/Sn0 2 /SiC and Pd/SiC diodes 
respectively. The I-V curve for the Pd/Sn0 2 /SiC diode in 
Fig. 5 shows parallel shunt resistance for voltages below 
1 .0 V, and exponential Schottky behavior above 1 .0 V until 
series resistance effects begin to dominate. The barrier 
height derived from the exponential portion of the curves 
suggests that the Sn0 2 increases the barrier height of the 
diode. The effect of the 400 ppm H 2 in N 2 on the I-V curve 
was to increase the current for a given voltage, with the 
increase in current in the shunt resistance region being 
somewhat lower than the increase in the Schottky region. 
This increase in current (resistance decrease) was also 
noted when the resistance across just the Sn0 2 was 
monitored with probes under the same conditions. Thus, 
Sn0 2 affects the response to hydrogen of the diode with 
higher sensitivity to hydrogen noted in the exponential 
Schottky-like conduction region. In contrast, the Pd/SiC 
diode shows two types of I-V behavior: an exponential 
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response in the low voltage regions and a series resistance 
effects at higher voltages. These results clearly show that 
the Sn0 2 changes the sensor’s basic electronic behavior and 
the sensor response to H 2 . 



0.0 0.2 0.4 0.6 0.8 1.0 1.2 1.4 1.6 1.8 2.0 2.2 2.4 
VOLTAGE (V) 


Figure 5. Current vs voltage at 350°C for a Pd/SiC diode in 
air (o) and the 400 ppm N 2 /H 2 mix (A), and a Pd/Sn0 2 /SiC 
diode in air (■) and the N 2 /H 2 mix (A). 



Figure 6. Current vs time at 350°C for a Pd/SiC diode ex- 
posed to 400 ppm H 2 (■) and a Pd/Sn0 2 /SiC diode exposed 
to 400 ppm of H 2 (A), methane (A), and propylene (o). 


Figure 6 shows the response of both the Pd/SiC and the 
Pd/Sn0 2 /SiC diodes to H 2 , methane, and propylene that 
were aged over a several week period at 350°C. The 
Pd/SiC sensor does not respond to 400 ppm of H 2 (Figure 
6) or propylene and methane (not shown) in the air/N 2 
mixture. However, the Pd/Sn0 2 /SiC sensor responds with 
increasing signal strength to methane, H 2 , and propylene. 
That the Pd/Sn0 2 /SiC sensor response to propylene is 


stronger than that to H 2 is significant; the Pd/SiC response 
in N 2 (22) and in N 2 /air to propylene and H 2 was reversed. 
Thus, the addition of the Sn0 2 layer makes possible the 
detection of gases not detected without the layer. It should 
be noted lhat the response of the Pd/SiC sensor degraded 
over the several week period of 350°C operation while the 
Pd/Sn0 2 /SiC sensor remained relatively stable. 

Other research includes the development of complete sen- 
sor packaging for the SiC-based sensor. The objective is to 
be able to package the sensor, with connections to the out- 
side world, for operation in engine environments. Thus is- 
sues such as stable electrical contacts to SiC and the integ- 
rity of high temperature insulation are of importance. Fur- 
ther, miciomachining of 4H or 6H SiC is under investiga- 
tion to allow formation of, for example, diaphragm struc- 
tures which decrease the sensor’s thermal mass and power 
consumption in the same way as is done with Si structures. 

Nitrogen Oxide (NOx) and Carbon Monoxide (CO) Detec- 
tion 

Two approaches are being explored for sensitive de- 
tection of NO x (specifically NO and N0 2 ) and CO. First, 
the development of an MS or MIS SiC-based Schottky di- 
ode with a NO x or CO sensitive structure as discussed in the 
previous section. Such a structure could use a catalytic gate 
(26) or a MRIS structure. The general principles of 
operation of these types of sensors were discussed in 
previous sections. 

The second approach to NO x and CO detection is to use a 
microfabricated and micromachined Si-based structure. In 
contrast to the SiC-based approach where the SiC is used as 
a semiconductor, the Si in this approach is not an integrated 
part of the electrical sensing circuit. Rather, the Si is used 
as a platf >rm on which the structure necessary for the sen- 
sor is fabricated. This sensor structure, shown in Figure 7, 
includes a temperature detector, heater, and sensing ele- 
ment. The microfabrication process allows the sensor to be 
small in size with low heat loss and minimal energy con- 
sumption Energy consumption is further reduced by etch- 
ing out the backside of the Si wafer so that the sensor com- 
ponents (temperature detector, heater, and sensing element) 
are over a diaphragm region. This minimizes the thermal 
mass of the sensing area thereby decreasing power con- 
sumption for heating and decreasing the time for thermal 
equilibrium. The temperature detector and heater are 
doped into the Si substrate for operation over a wide tem- 
perature range. The sensing element is composed of inter- 
digitated electrode elements across which is deposited 
Sn0 2 . Changes in conductivity of doped Sn0 2 across the 
interdigituted electrodes is measured and correlated to NO x 
concentration. 
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Figure 7. The structure of a tin-oxide NO x sensor including 
temperature detector, heater, and sensing element. The 
electrode material is Pt and the sensor dimensions are ap- 
proximately 300 microns on a side with a height of 250 
microns. 

A major component of this development work is to stabilize 
the Sn0 2 for long-term, high temperature operation. Drift 
in the properties of Sn0 2 with long term heating due to 
grain boundary annealing have been previously noted (27- 
28). This drift results in changes in the sensor output with 
time and reduces sensor sensitivity. In order to stabilize the 
Sn0 2 structure for long term operation, the fabrication of 
nanocrystalline Sn0 2 , as shown in Figure 8, is being inves- 
tigated. The grain size of the Sn0 2 grains shown in Figure 8 
are approximately 10 nanometers. Nanocrystalline materi- 
als have several inherent advantages over conventionally 
fabricated materials including increased stability and sensi- 
tivity at high temperature (29-30). 



Figure 8. Nanocrystalline Sn0 2 after annealing at 600 C for 
30 minutes. 


Several prototypes of these devices have been fabricated 
and evaluated. The detection of N0 2 at 360°C is shown in 
Figure 9. The sensor is shown to be able to detect N0 2 
down to the 5 ppm level. The sensor tends to saturate at 
higher NO? concentrations but the highest level of 
sensitivity is in the lower ppm range which is the region of 
interest. Similar results are seen with the detection of CO. 



Time (min) 

Figure 9. The response of a tin-oxide sensor to a range of 
NO? concentrations at 360 C. 


Oxygen Detection 

The development of a microfabric ated 0 2 sensor has 
been initiated for safety purposes in aerospace applications 
but, as demonstrated in the automotive emissions control 
example, significant applications exist in the area of aero- 
nautics emission control. Commercially available 0 2 sen- 
sors are typically electrochemical cells using zirconium 
dioxide (Zr0 2 ) as a solid electrolyte and Pt as the anode 
and cathode. The anode is exposed to a reference gas 
(usually air) while the cathode is exposed to the gas to be 
detected. Zirconium dioxide becomes an ionic conductor 
of 0~ at temperatures of 600 C and above. This property of 
Zr0 2 to ionically conduct 0 2 means that the electrochemical 
potential of the cell can be used to measure the ambient 
oxygen concentration at high temperatures. However, op- 
eration of these commercially available sensors in this po- 
tentiometric mode limits the range of oxygen detection. 
Further, the current manufacturing procedure of this sensor, 
using sintered Zr0 2 , is relatively labor intensive and costly 
resulting in a complete sensor package with a power 
consumption on the order of several watts. 

The objective of this research is to develop a zirconium 
dioxide solid electrolyte 0 2 sensor using microfabrication 
and micromachining techniques. As noted in the previous 
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two sections, the presence of O 2 often affects the response 
of hydrogen, hydrocarbon, and NO x sensors. An accurate 
measurement of the 0 2 concentration will help quantify the 
response of other sensors in environments where the 0 2 
concentration is varying. Thus, the combination of an 0 2 
sensor with other microfabricated gas sensors is envisioned 
to optimize the ability to monitor emissions. 


Zirconium Dioxide 0 


ELECTROCHEMICAL 
CELL REGION 


Silicon Nitride 
Silicon Oioxide 
Platinum 



Figure 10. The structure of a microfabricated 

amperometric oxygen sensor. The dimensions of this 
sensor are comparable to that of the NO x sensor shown in 
Figure 9. 


A schematic of the sensor design is shown in Figure 10. As 
discussed in the NO x detection section above, microfabri- 
cating the sensor components onto a micromachined dia- 
phragm region allows the sensor to be small in size and 
have decreased energy consumption and time for thermal 
equilibrium. When operated in the amperometric mode, the 
current of this cell is a linear function of the ambient 0 2 
concentration. This linear response to oxygen concentra- 
tion significantly increases the 0 2 detection range of the 
sensor. A chamber structure with a well-defined orifice is 
micromachined to cover the sensing area. This orifice pro- 
vides a pathway to control oxygen diffusion which is im- 
portant in amperometric measurements. This orifice also 
protects the integrity of the sensing electrode from imping- 
ing particles. Preliminary testing of the complete 0 2 sensor 
has been accomplished and further improvements on the 
design are planned. 


a sol-gel technique. The sensor structure will be similar to 
that of Figure 7: a microfabricated, miniaturized sensor 
structure which can be incorporated with other sensors such 
as the CO sensor. A combined C0 2 /CO sensor is of 
interest not only for fire safety applications but for 
aeronautic combustion monitoring applications as well. 

High-Selectivity Gas Sensors Based on Ceramic 
Membranes 


Gas sensors often rely on either the variation of a 
material property in response to a gaseous species, or the 
electrochemical transport of a species dependent upon its 
partial pressure. However, these sensors may have a lack 
of selectivity and display similar response to several 
different gaseous species. The selectivity of these sensors 
can be improved through the use of a selective membrane 
over the sensor to exclude other gaseous species which 
may interfere with the measurement of the species of 
interest. 

A selective membrane with a narrow distribution of pore 
sizes may separate gaseous molecules according to molecu- 
lar size, offering size selectivity to species of interest. 
Since the gas molecules of interest are on the order of sev- 
eral angstroms, the pore size would, likewise, need to be 
only several angstroms in diameter. Zeolites seem particu- 
larly well suited to this application. Zeolites are a crystal- 
line ceramic material which contains open channels (or 
pores) as a natural part of its structure; they are also called 
microporous crystalline solids. Zeolites are composed 
primarily of aluminum, silicon, and oxygen. The elements 
combine to form Si0 4 and A10 4 tetrahedra which are 
arranged ro form three dimensional networks with uniform 
channels through the crystal. While these channels are 
identical in size or diameter within each structure of a 
zeolite, the diameters of theses channels can vary signifi- 
cantly (from 3 to 12 angstroms), depending mainly on the 
ratio of aluminum to silicon. Further, the effective diame- 
ters of the crystalline channels can be modified by the size 
of ions siting within the channels. Different ions may be 
incorporated into the crystalline channels by ion exchange. 
Still further, as a ceramic material, zeolites are capable of 
withstand ng high temperatures and harsh environments 
which may be encountered during gas measurement. 


C02 Detection 

The detection of C0 2 is, like the detection of oxygen, based 
on the use of a solid electrolyte. The significant difference 
between the 0 2 will be the use of NASICON (sodium super 
ionic conductor) as the solid electrolyte. NASICON is an 
ionic conductor composed of Na 3 Zr 2 Si 2 PO l2 which has 
previously been shown to be sensitive for C0 2 detection. 
The preparation of the NASICON will be performed using 


Composite membranes containing zeolites are being 
prepared using various processing techniques to achieve 
desired selectivity, including sol-gel and electrochemical 
vapor deposition methods. The developed gas-selective 
membranes are also being integrated with various 
electrochemical sensors to further enhance the selectivity to 
gas molecules of interest. 
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High Temperature Electronic Nose Concept 

The successful development of the individual high 
temperature sensors discussed above will allow the 
formation a sensor array which will allow the detection of a 
number of gases on a single chip. For example, the 
formation of an array of the sensors discussed in this paper 
will detect H 2 , C*H y , NO x , CO, CO 2 and O 2 . These gases 
will be detected using three different platforms; a Schottky 
diode, a resistor, and an electrochemical cell. Further 
sensitivities can be achieved using the SiC-based MRIS 
approach adding other materials (such as Ti0 2 , WO 3 , 
SrTi0 2 etc.) into the SiC-based Schottky diode sensor 
structure. Each diode having a different reactive insulator 
will have a different sensitivity to the gases to which they 
are exposed. Improved selectivity and differentiation can 
be achieved using the ceramic membranes discussed above. 

Development of a such a microfabricated gas sensor array 
operable at high temperatures and high flow rates would be 
a dramatic step in allowing the monitoring/control of 
emission produced by an aeronautic engine. This gas sensor 
array would, in effect, be a high temperature electronic 
nose and be able to detect a variety of gases of interest. 
Several of these arrays could be placed around the exit of 
the engine exhaust to monitor the emissions produced by 
the engine. The signals produced by this nose could be 
analyzed to determine the constituents of the emission 
stream and this information then used to control those 
emissions. The microfabrication of these sensors is 
necessary; a conventional bulky system would add weight 
to the aircraft and impede the flow gases leaving the engine 
exhaust. 

The concept of an electronic nose has been in existence for 
a number of years. Commercial electronic noses presently 
exist and there are a number of efforts to develop other 
electronic noses. However, these electronic noses depend 
significantly on the use of polymers and other lower 
temperature materials to detect the gases of interest. These 
polymers are generally unstable above 400°C and thus 
would not be appropriate for use in harsh engine 
environments. Thus, a separate development is necessary 
for a high temperature electronic nose. 

COMMERCIAL APPLICATIONS 

The gas sensors being developed by the Chemical Species 
Gas Sensors team at NASA LeRC and its collaborators at 
CWRU, MEI, and GIT are meant for aeronautics and 
aerospace applications but can be used in a variety of 
commercial applications as well. For example, the PdAg 
hydrogen sensors were developed for application on the 


launch pad of the space shuttle. These sensors were not 
completely developed for the space shuttle application due 
to the change in behavior at higher hydrogen concentra- 
tions. However, these sensors can be applied to an auto- 
motive application. GenCorp Aerojet Corporation, in con- 
junction with NASA Marshall Space Flight Center, has 
developed hardware and software to monitor and control 
the NASA LeRC/CWRU sensors. The system can be cus- 
tomized to fit the user’s needs, e.g., to monitor and display 
the condition of the tank of a natural gas vehicle. Several of 
these systems have been purchased for use on the Ford 
Motor Company assembly line for natural gas vehicles 
(NGV). This complete system received a 1995 R&D 100 
Award as one of the 100 most significant inventions of that 
year. 

MEI is continuing this work with potential application of 
hydrogen sensors in a variety of industrial environments. 

For example, use of a hydrogen sensor to detect 
degradation of the health of transformers is being explored. 
As electrical insulation in a transformer breaks down prior 
to its failure, hydrogen is released. Monitoring of hydrogen 
in-situ in these transformers can provide early detection of 
transformer degradation and avoid costly catastrophic 
failure of transformers in the field. 

Likewise, the high temperature hydrogen, hydrocarbon, 
NO x and oxygen sensors are being developed for aeronau- 
tics applications but can be applied in commercial applica- 
tions. For example, the conditions in an aeronautic engine 
are similar to those of an automotive engine. Thus, sensors 
that work in aeronautic engine applications may be 
operable in automotive engine applications. NASA LeRC 
has interacted with the Partnership for the Next Generation 
of Vehicles (PNGV) program regarding possible use of 
SiC-based technology for the sensing of hydrocarbons in 
automotive emissions. Other possible applications include 
combustion process monitoring, catalytic reactor 
monitoring, alarms for high-temperature pressure vessels 
and piping, chemical plant processing, polymer production, 
and volatile organics detection. 


SUMMARY 

The needs of space and aeronautic applications require the 
development of sensors with capabilities beyond those of 
commercial sensors. These requirements include operation 
in harsh environments, high sensitivity, and minimal size 
weight and power consumption. Sensor technology is being 
developed to address these requirements using 
microfabrication and micromachining technology as well as 
SiC semiconductor technology. High temperature gas 
selective membranes are also being developed to augment 
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the capabilities of these sensors. The combination of these 
technologies allows for the fabrication of a wide variety of 
sensor designs with behavior and properties that can be 
tailored to the given application. Several types of sensors 
have been described all of which have aeronautic and space 
applications. Some of the sensor designs are relatively 
mature while the development of others is ongoing. The 
combination of these technologies may allow the 
development of a high temperature electronic nose to 
provide complex chemical analysis in harsh environments. 
Combination of these sensor technologies with hardware 
and software has already been accomplished in several 
applications. 

Sensors designed for aeronautic and space applications also 
have significant commercial applications. One example is 
the use of the hydrogen sensor in automotive applications. 
This application involved a sensor not completely 
developed for a space application but with excellent 
properties for use in the automotive application. Further, 
given the similarities of aeronautic engine environments to 
those of automotive engine environments and chemical 
process monitoring, sensors developed for aeronautic 
applications also have a wide range of applicability. 
Although each application is different and the sensor needs 
to be tailored for that environment, the base technology 
being developed for aeronautic and space applications can 
have significant impact on a range of fields. 
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